@ AccuStandard’

File :D:\MassHunter\GCMS\1\DATA\©3212301\04- KD.D Leader in Analytical Reference Standards
Operator  : Organic QC department Column: DB-5MS, 30m, 0.25ID, 0.25 um
Acquired : 21 Mar 23 02:11 pm using AcqMethod KERLA-2017.M Oven Program: 80c, 17¢/min to 340c, 8min
Instrument : 5977B MSD GC Parameters: Cons. Split, 12psi constant flow
Sample Name: AE-00015-10ML Split 20:1, 1uL inj.; GC/MS; INJ 270c
Misc Info

Vial Number: 101

Abundance TIC: 04- KD.D\data.ms
1e+07| Peak # Component

9500000 9.527 Diazinon (333-41-5)

9.527 Phosphamidon (13171-21-6)
9000000{ 9.749 Etrimfos (38260-54-7)

10.049 Phosphamidon (13171-21-6)
85000001 10 187 Chlorpyrifos-methyl (5598-13-0)
8000000 10.660 Malathion (121-75-5)

11.617 Tetrachlorvinphos (22248-79-9)
7500000; 11,869 lodofenphos (18181-70-9)
2000000 12453 Ethion (563-12-2)
6500000
6000000
5500000
5000000
4500000
4000000
3500000

10.049 11.869
3000000
9.527
2500000 12.453
10.187 Oeen
2000000
1500000
9.749
1000000
500000
11.617

Time--> 9.20 9.40 9.60 9.80 10.00 10.20 10.40 10.60 10.80 11.00 1120 1140 1160 1180 12.00 1220 1240 1260 1280 13.00 13.20
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Text Box
Peak #	Component	
9.527	Diazinon (333-41-5)	
9.527	Phosphamidon (13171-21-6)	
9.749	Etrimfos (38260-54-7)	
10.049	Phosphamidon (13171-21-6)	
10.187	Chlorpyrifos-methyl (5598-13-0)	
10.660	Malathion (121-75-5)	
11.617	Tetrachlorvinphos (22248-79-9)	
11.869	Iodofenphos (18181-70-9)	
12.453	Ethion (563-12-2)	
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