
Chrom Perteet Chromatogram Report 

� AccuStandard® 

40000 
-------- · ····- -----·- -··--··-··-··-----,

35000 

30000 

25000 

20000 

15000 � 

0) 
0 

� 0 
0 I 

10000 - w 
... 

5000 

0 

8 9 10 11 12 13 14 15 16 17 18 

Time • Minutes 

Pnnled on 8/2312022 4:34:54 PM 

Sample Name: CLP-216-260-WL-10ML
FIie: C:\CPData\DATA\202208231 JP.0000.RAW 
Dale· (start}: 812312022 11 :34:02 AM 
Column: 1Ioc. omIn. ·Isc1min ta 325, Final z min 
Parameteis: Splllless; 2ul; ECO: 325c; lnj: 250c 
notes: 
Metl'lod: Ni_FAST_ECD.MET Setpoint File: Ni_FAST_ECD.M68 
Galibratlon FIia: 
Inst: GC #7 Oper. JJP Vial = 2 

8.37 Tetrachloro-meta-xylene (877-09-8) 

10.34 Aroclor 1016 (12674-11-2) 

14.30 Aroclor 1260 (11096-82-5) 

16.80 Decachlorobiphenyl (2051-24-3) 
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