
File :D:\MassHunter\GCMS\1\DATA\07312301\19- ALR.D

Operator   : Organic QC department

Acquired   : 31 Jul 2023  16:04 using AcqMethod KERLA-2017.M

Instrument :   5977B MSD

Sample Name: M-525.2-TS-A 

Misc Info  : Method 525.2 - Tuning Standard  in Acetone   

Vial Number: 90
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Abundance TIC: 19-  ALR.D\data.ms
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RT         Component
9.877     DFTPP (5074-71-5)
11.997   Endrin (72-20-8)
12.582   4,4'-DDT (50-29-3)
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