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: 1/25/2025 2:59:17 AM Inj 1
Inj Volume : 1.000 pl
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OPERATOR: Organic QC lab

General gradient method starting ©@100% water for 1 min @0.3 ml/min,the 100%
Acetonitile in 13 min, 100% Acetonitrile until T=16 min. Column Zorbax
Eclipse plus C-18, 2.1mmx50mm, 1.8 u particlue size. Agilent 1290 Infinity
Il LC/MS system, Agilent 6125 quadrupole MS detector.
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