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File :D:\MassHunter\GCMS\1\data\06141802\12- : K.D

Operator Column: DB-6, 30m, 0.251D, 0.25um

Acquired : 14 Jun 2018 20:25 using AcgMethod KERLA-2017_ Short_15Min.M gggsr;ﬁnggat;ﬂris_ ;i?;;;”'|-32°5mi-”gt%32°1°0' final 2min. -~
Instrument : 5977B MSD : plit 40psi 0.5m, 10psi constant flow

Split 20:1, 1ul inj.; GC/MS; IMJ 250c.
Sample Name: P-670S-10X

Misc Info : Allidochlor @1000ug/mL in MeOH
Vial Number: 61

Abundance TIC: 12- \data.ms
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