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Current Chr

: Current Chromatogram(s)
ERS\P...\DATA\02102101\0210202101 2021-02-10 09-56-17\03- GA KM.D
-002s

g) AccuStandard’

SYSTEM Leader in Analytical Reference Standards
LCMS-2 Location : P2-E-06
2/10/2021 10:34:52 AM Inj : 1

Inj Volume : 2.000 npl
me from Sample Entry! Actual Inj Volume : 0.020 nl
C:\Users\Public\Documents\ChemStation\1\Data\02102101\0210202101 2021-02-10
09-56-17\PFAA.M
1/26/2021 10:30:23 AM by SYSTEM
C:\Users\Public\Documents\ChemStation\1\Methods\Purity 195-315.M
2/10/2021 12:15:53 PM by SYSTEM
(modified after loading) (Current integration events modified)
OPERATOR: Organic QC lab
General gradient method starting @100% water for 1 min Q0.3 ml/min,the 100%
Acetonitile in 13 min, 100% Acetonitrile until T=16 min. Column Zorbax
Eclipse plus C-18, 2.1lmmx50mm, 1.8 u particlue size. Agilent 1290 Infinity
IT LC/MS system, Agilent 6125 quadrupole MS detector.
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