File :Q:\GCMS-08 Minimal\DATA\20190730\23- .D

}) AccuStandard’
Operator : JIP / KM/ZA ,z)
Acquired : 30 Jul 2019 19:19 using AcqMethod KERLA-2Split-2uL.M

Instrument :  GCMS 8 . Column: DB-5MS UI, 30m x 0.25mm 10 x 0.25um
Sample Name: PFRS-002S Owven Program: 80°C, 17°C/minto 340°C (hold 8min):

Misc Info : bis(2,3-Dibromopropyl)phosphate in Toluene GCParameters.  Pulsed split 40psi 0.5min, 10psi constant flow
Vvial Number: 9 split 2001, 1ulinj.; GCMS; Injector 270°C

Abundance
2800000

TIC: 23- D\data.ms

RT Component

2600000 12.255 Bis(2,3-dibromopropyl)phosphate (5412-2
12.288 Bis(2,3-dibromopropyl)phosphate (5412-2
12.398 Bis(2,3-dibromopropyl)phosphate (5412-2
12.438 Bis(2,3-dibromopropyl)phosphate (5412-25-

-9)
-9)
9)
9)

[S A& & Ké)]

12268
2400000

1p.438

2200000

14.398

2000000

1800000

1600000

1400000

1200000

1000000

800000

600000

400000

200000

Ul

L Ly L L L L S L L N L L L Ly L L L L L L L L Y N N L N N L L L R I B S B B I B B

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00

Time-->


Administrator
New Stamp


