
File   :Q:\GCMS-08 Minimal\DATA\20190419\34-  
Operator  : JP/KM
Acquired  : 20 Apr 2019  02:04  using AcqMethod KERLA-2017-100uL draw speed.M
Instrument :  GCMS 8
Sample Name: TCLP-BNA-QC 
Misc Info   : TCLP SVOC Mix in MeCl2 
Vial Number: 40
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TIC: 34-  .D\data.ms  
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RT       Component
1.755   Pyridine (110-86-1)
3.298   1,4-Dichlorobenzene (106-46-7)
3.510   o-Cresol (95-48-7) 
3.702   m-Cresol (108-39-4)
3.702   p-Cresol (106-44-5)
3.844   Hexachloroethane (67-72-1)
3.904   Nitrobenzene (98-95-3)
5.025   Hexachlorobutadiene (87-68-3)
6.353   2,4,6-Trichlorophenol (88-06-2)
6.353   2,4,5-Trichlorophenol (95-95-4)
7.772   2,4-Dinitrotoluene (121-14-2) 
9.193   Hexachlorobenzene (118-74-1)
9.522   Pentachlorophenol (87-86-5) 
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