
File   :D:\MassHunter\GCMS\1\data\20191216\09-  .D
Operator  : 
Acquired  : 16 Dec 2019  14:28  using AcqMethod BDE209_JP_S1.M
Instrument :  GCMS 8
Sample Name: BDE-AAP-A   
Misc Info   : in isooctane 
Vial Number: 57
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Column:           DB-5,  30m,  0.25 ID, 0.25um 
Oven Program: 110c, 0m, 30c/m to 270c, 15c/m to 340c, final 20min.
GC Parameters: Split 1:1, 3ul inj.;  GC/MS;  INJ 300c.

Administrator
New Stamp

Administrator
AccuStandard Leader




