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 DAD1 A, Sig=255,120 Ref=400,100 (C:\USERS\P...A\110123\110123101 2023-11-01 09-53-15\12-  KD.D)
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Print of window 38: Current Chromatogram(s)
Data File  : C:\USERS\P...ION\1\DATA\110123\110123101 2023-11-01 09-53-15\12- KD.D
Sample Name : CP-CO-01-R1
=====================================================================
Acq. Operator   : SYSTEM Seq. Line :  12
Sample Operator : SYSTEM
Acq. Instrument : LCMS-2 Location :   P2-B-08
Injection Date  : 11/1/2023 1:21:19 PM Inj :   1

Inj Volume : 1.000 µl
Acq. Method     : C:\Users\Public\Documents\ChemStation\1\Data\110123\110123101 2023-11-01 09-53-15

\Purity_195-315.M
Last changed    : 2/6/2023 2:02:18 PM by SYSTEM
Analysis Method : C:\Users\Public\Documents\ChemStation\1\Methods\Purity_195-315.M
Last changed    : 2/6/2023 2:02:18 PM by SYSTEM
Method Info     : OPERATOR: Organic QC lab

General gradient method starting @100% water for 1 min @0.3 ml/min,the 100%
Acetonitile in 13 min, 100% Acetonitrile until T=16 min. Column Zorbax Eclipse
plus C-18, 2.1mmx50mm, 1.8 u particlue size. Agilent 1290 Infinity II LC/MS system
, Agilent 6125 quadrupole MS detector.

Additional Info : Peak(s) manually integrated

LCMS-2 11/2/2023 8:25:25 AM SYSTEM Page 1 of 1

Administrator
Text Box
Peak #	Component	6.012	Imidacloprid (138261-41-3)	7.123	Imazalil (35554-44-0)	8.706	Spinosad (168316-95-8)	9.034	Spinosad (168316-95-8)	9.302	Spirotetramat (203313-25-1)	9.551	Myclobutanil (88671-89-0)	9.672	Azoxystrobin (131860-33-8)	9.785	Tebuconazol (107534-96-3)	10.013	Bifenazate (149877-41-8)	10.198	Malathion (121-75-5)	11.377	Abamectin (71751-41-2)	12.569	Etoxazole (153233-91-1)	13.003	Abamectin (71751-41-2)	13.586	Permethrin (52645-53-1)	13.821	Permethrin (52645-53-1)	
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