
File  :Q:\GCMS-08 Minimal\DATA\20191010\BSB\K08-D
Operator  : KM  / JP
Acquired  : 10 Oct 2019  19:58  using AcqMethod C5-C55_S10.M
Instrument :  GCMS 8
Sample Name: DRH-002S   
Misc Info  : D-2887 Calibration Standard  in Carbon disulfide 
Vial Number: 43
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Abundance
TIC: K08-  .D\data.ms
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RT         Component
1.571     Hexane (110-54-3)
2.394     Heptane (142-82-5)
3.508     Octane (111-65-9)
4.497     Nonane (111-84-2)
5.327     Decane (124-18-5)
6.043     Undecane (1120-21-4)
6.687     Dodecane (112-40-3)
7.835     Tetradecane (629-59-4)
8.846     Hexadecane (544-76-3)
9.749     Octadecane (593-45-3)
10.572   Eicosane (112-95-8)
12.022   Tetracosane (646-31-1)
13.264   Octacosane (630-02-4)
14.364   Dotriacontane (544-85-4)
15.503   Hexatriacontane (630-06-8)
17.209   Tetracontane (4181-95-7)
20.182   Tetratetracontane (7098-22-8)
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